KENYATTA NATIONAL HOSPITAL Tel.2726300/2726450/2726550

7 P.O. BOX 20723, 00202 Nairobi Fax: 2725272
SNy Email: knhadmin@knh.or.ke
Ref: KNH/SCM/ADM.43 Date: 22" January, 2024
ADDENDUM 1

To: ALL BIDDERS

RE: ADDENDUM TO TENDER NO: KNH/T/112/2023-2024 FOR SUPPLY AND
DELIVERY OF THEATRE CONSUMABLES

Pursuant to the Public Procurement and Asset Disposal Act section 75 and its
attendant Regulations 2020 and Clause 7 on Amendment of Tender Documents,
the Hospital wishes to make the following amendments/clarifications;

1. SPECIFICATIONS FOR HYDROGEN PEROXIDE STERILIZING MACHINE(PLASMA)
The specifications are as below:

I.  Volume capacity: 150ml should detect 95-100%
Il. Intended use for (P50, P80, P110, P160) Plazmax
lll. Active ingredient percentage of 50% Hydrogen peroxide

IV. Insert ingredient percentage of 50% water
V. Stabilizers &lt;0.05%
VI.  Provide sample for evaluation

2. BAYONET BIPOLAR FORCEPS
The standard measurements for the forceps should be 18cm to 20cm.

‘Tender Opening and Closing date remains as earlier communicated i.e. 24t
January, 2024 10.00 hours Kenyan time.

S
Rose M. Njoroge, OGW
FOR: CHIEF EXECUTIVE OFFICER




