Cotail | KENYATTA NATIONAL HOSPITAL

Address: P.O BOX 20723-00202, Nairobi.
EN 75 I Telephone: 020 2726300-4 | 020 4243000 | 020 7244000

W Cellphone Numbers: 0730 643 000 | 0709 854 000 | Email: knhadmin@knh.or.ke

Ref: KNH/SCM/ADM.43 Date: 25 May, 2026

ADDENDUM 2

RE: ADDENDUM TO TENDER NO: KNH/T/49/2026-2028 SUPPLY AND
DELIVERY OF ENT CONSUMABLES

To: ALL BIDDERS

Pursuant to the Public Procurement and Asset Disposal Act 2015 section
75 and its attendant Regulations 2020 and Clause 7 on Amendment of -
Tender Documents, the Hospital wishes to make the following
amendments/clarifications;

ITEM DESCRIPTION

The Hospital wishes to provide the following clarification:-

1. INCLUSION OF:-
NB: Mandatory Compliance by All Contractors/Service Providers/Consultants Reference is
made to the Public Procurement Regulatory Circular PPRA/6/5 Vol I1 (224) ; Circular No
01/2024 dated 30th August 2024, In order, to provide funds for the capacity development of
persons involved in public procurement and asset disposal proceedings through mentoring,
and technical assistance, the Cabinet Secretary, National Treasury and Economic Planning,
pursuant to Sections 24(5)(d) and 180 of the Act, issued the Public Procurement Capacity
Building Levy Order, 2023 (hereinafter referred to as ‘The Levy Order, 2023’) vide Legal
Notice No. 206 of 6th November, 2023. Paragraph 3(1) of The Levy Order, 2023; provides
that there shall be paid a Levy by a supplier on all procurement contracts signed between
the supplier and a procuring entity, at the rate of zero point zero three per centum (0.03%)
of the value of the signed contract, exclusive of applicable taxes.

Refer to annex 1 attached.
The closing and opening date has been rescheduled to 5t June, 2026.
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Dr. Abda‘vllaﬁ Ofula
FOR: CHIEF EXECUTIVE OFFICER
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J Double Barrel | < Silicon material pieces 50
Tracheostomy | <  With adjustable neck flange ( movable lengthwise), scale
Tube ( Spiral and with a visible locking/ unlocking orange lever
Reinforced) % 15 mm connector
50 pieces < Sizes :-6, 7, 8,
4 Tracheostomy | < Thermoplastic polyurethane pieces 30
Tube - Non - % Sizes:-4,5,6,7,8,
Fenestrated < With inner cannula with 15 mm connector.
50 pieces % Perforated obturator.
% Neck strap
<+ Connected and disconnected with a twist lock.
< Outer cannula is made of radiopaque polyurethane and
is attached to a neck flange.
J Double Barrel | < Medical thermoplastic polymer
Tracheostomy | < Sizes:-5,6,7,8, 9, 10, 11, 12, 13, 14
Tube -Long < With 2 inner cannulas with low profile.
Limb ( For % Neck strap
Permanent % DEHP- FREE and latex free
Wearers) < The cannula tube is tapered towards the tube end.
30 pieces “ _Flat neck flange with eyes for fixing the neck strap.
g Gastrostomy % Sizes;- 12, 14,16, 18, 20, 22, 24, 26, 28 pieces 50
Feeding Tube | % 100 % MEDICAL GRADE SILICONE.
50 pieces % 3 ports for feeding, medicine and balloon inflation

3
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Transparent tube for easy visual inspection.

X- ray opaque line for easy and accurate confirmation of tube
position.

Depth marking

Wide and open rounded end improves flow and minimizes trauma
on insertion.

Shortened tip design reduces gastric mucosa irritation

Funnel with graduated inner sealing o-rings that enables universal
connections of other devices.

Attacked plug providing a secure seal to exclude air and prevent
contamination.

External bolster preventing tube migration and eliminates need for
tape.

Latex /DEHP free
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light 29000lux for yellow all at 40cm.

2 battery packs

Visual battery capacity indicator

Modular headlight pieces

Adaptable and flexible headband

18 hours of use before recharge
Neoprene cushion padding for headband

Tracheoesoph % Fluoroplastic valve flap with silicone hinges pieces
ageal % Interacting magnets in valve flap
Prothesis % tracheal and oesophageal flaps
20 pieces * direction identification knobs

< inserterion tool with inserter and loading tube

< low pressure valves

<+ size 16fr to 22fr in 6, 8, 10mm length
Electrolarynx % power: 9v battery or rechargeable battery for A/C pieces 1
15 pieces recharge

< light weight less than 100grams

< over 4 hours talk time

** easy to adjust buttons for pitch and volume

< oral prosthesis included

% IP54 shock, water and dust resistance

< Easy to see battery indicator

< 2-year warranty
Patient < Seat height 1
Examination o Min.: 54 cm(21.3 in) pieces
And Procedure Width
Chair o Min.: 59 cm(23.2 in)
2pieces Length
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o 165 cm(65 in)
Electric height adjustment
Head rest

Combined backrest and leg rest movement (bilateral

control)

360° rotation with pedal blocking system

Height and angle adjustment of headrest with 4
electric motors (height, back, leg, trendelenburg
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MILD TO MODERATE | SEVERE TO
MODERATE | TO SEVERE PRQFOUN
D
Maximum Gain 2 cc coupler 50 66 82
(dB)
Ear simulator 60 71 85
Maximum power | 2 cc coupler 122 131 141
Output (dBSPL)
Ear Simulator 126 135 145
Frequency range Ear simulator <100-6300 | <100-5500 < 140-5100
Channels Minimum 6 v v v
channels
Programs Minimum 4 v v v
programs
Feedback - v v v
Management
capabilities
Frequency = 4 v v
lowering
capabilities
Directionality: - v v v
Omni and
Directional
Synchronisation = v v v
for volume and
program changes
Telecoil - v v .\
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10.

11.
12,

13.
14.

15.
16.

17.
18.

19.
20.

21.
22.

23.
24.
25.
26.

27.
28.
29.
30.
31.

32.

8574 JB

Fiber Optic Light Carrier, for use with Operating Laryngoscope
8574 JB

KLEINSASSER scissors, straight, with cleaning connector, working
length 21cm

Same, working length 18cm

KLEINSASSER scissors, curved to the right, with cleaning
connector, working length 21 cm

Same, working length 18cm

KLEINSASSER scissors, curved to the left, with cleaning
connector, working length 21 cm.

Same, working length 18cm

KLEINSASSER forceps, straight, with cupped jaws, with cleaning
connector, working length 21cm

Same, working length 18cm

KLEINSASSER forceps, curved to right, with cupped jaws, with
cleaning connector, working length 21cm.

Same, working length 18cm

KLEINSASSER forceps, curved to left, with cupped jaws, with
cleaning connector, working length 21cm

Same, working length 18cm

Spoon forceps, diameter 2mm, opens horizontally to right,
sheath conically reinforced from distal to proximal, with suction
channel to remove LASER vapors, with cleaning connector,
working length 21cm

Same, working length 18cm

Same, opens horizontally to left, working length 21cm

Same, opens horizontally to left, working length 18cm.
Protector, curved upwards, diameter 3mm, to protect tissue
against unintentional LASER irradiation, working length 21cm.
Same, working length 18cm

Teeth protector, metal, small

Teeth protector, metal, medium

Teeth protector, silicone, autoclavable, can also be used as inlay
in metal teeth protector

Coagulation suction tube, with ergonomic handle, insulated,
outer diameter 2mm, working length 21cm

Same, working length 18cm
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